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Liquefied Petroleum Gas Copper Corrosion 


Tester 
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Description : 


Liquefied Petroleum Gas Copper Corrosion Tester is a desktop model, good pressure 


and corrosion resistance. This instrument is designed and made as per International 
Standard of Petrochemical ASTM D130 (Test Methods for Detection of Copper 
Corrosion from Liquefied Petroleum Gas by the Copper Strip Tarnish Test). 


Specifications : 


a 
Speed of stirring motor 1400 rpm 
Ambient temperature 10 to 35°C 


Temperature controlling range | Room Temperature to 100°C 


Temperature controlling 
accuracy 


Temperature controller 


Relative humidity 


Delay time 0.01 s to 99 hours 99 minutes 
| 600 W for temperature controlling; 1000 W for 
Heating power Pe A 
auxiliary heating 


Total power consumption 


— 
Power supply AC 220 V +10 %, 50 Hz 


Features : 


Digital temperature controller 

Stainless steel material test bombs 

Uniform temperature of water bath and high 
precision control 

Equipped with standard color board and copper 
strips 


Easy to operate 


Applications : 


It is suitable to determine corrosiveness of liquefied petroleum gas to copper strip. 
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